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A ‘compare and contrast’ exercise:
wrapping versus personalised external
aortic root support (PEARS)
Tom Treasure

Abstract

Wrapping of the aorta and personalised external aortic root support (PEARS) both have the purpose of preventing
further expansion of the ascending aorta in order to reduce the risk of aortic dissection and to spare the patient
the disastrous consequences of aortic rupture. For the first time, Plonek and colleagues have reported systematically
the CT appearances of a series of cases of wrapping. They illustrate the important finding that there are residual spaces
between the aorta and the wrap. PEARS by contrast is intimately in contact with the aorta due to its personalised
design and is fully incorporated due it construction from a porous mesh. A limitation of PEARS is that it is, of its
nature, a planned and elective operation while wrapping can be undertaken during an emergency operation and
can be used without prior planning as an intraoperative decision.

Text
Tomasz Plonek and colleagues [1] provide in their latest
article a systematic examination of the CT appearances
after the ascending aorta has been wrapped with a vas-
cular prosthesis. This is of considerable interest and rele-
vance. It is a valuable addition to their already published
work which includes a systematic review of ‘wrapping’
[2]. They have already reported their version of this
technique in operations to restore competence of the
aortic valve in ascending aortic aneurysm in two patients
[3]. They have also published an elegant biomechanical
study of the method [4].
To put this work in context for readers let us first con-

sider the nomenclature. The use of material around the
aorta has been referred to as ‘external grafting’ [5],
‘wrapping’ [2], and ‘girdling’ [6]. The external support
has been called a ‘jacket’ [7] ‘sleeve’ [8] and a ‘corset’ [3].
In other reports, although it is an intrinsic part of the
procedure, the nature of any external support does not
appear in the title [9, 10]. The lack of a consistent
taxonomy makes reliable searching of the literature diffi-
cult. What is described as ‘wrapping’ in Plonek’s paper is
the most common terminology. It refers to the use of an
off-the-shelf corrugated vascular tube graft, opened

along its long axis and wrapped around the ascending
aorta and sutured closed as shown in their paper. This
is in essence the operation described by Robicsek as a
means of reducing the risk of aortic dissection [11]. It
is what usually comes to mind when the term ‘wrap-
ping’ is used in meetings or the cardiac surgical litera-
ture. It is the reason we carefully avoid the word when
writing about personalised external aortic root support
(PEARS).
Plonek’s radiological study illustrates well the major

short comings of using low porosity relatively rigid graft
material for wrapping the aorta: it does not conform well
to the aorta and allows accumulation of fluid between
the aorta and the support. A pliant, porous mesh [12] on
the other hand becomes incorporated in the aorta as has
been demonstrated in survival experiments in sheep [13]
and at autopsy [14, 15] and reoperation [6]. This avoids
the risks of migration and impingement on other struc-
tures [15]. The concern about mobility of a vascular
graft used as a wrap is heightened by Plonek’s report
which shows the persistence of spaces between the aorta
and stiff supporting material. The vascular graft is not
reliably adherent and so the wrap is routinely stitched to
the aorta.
The tube graft covers the aorta from the sino-tubular
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for aortic dissection is usually in the aortic sinuses which
are left unsupported but this limitation is a reasonable
exercise of caution with their material. Fashioning the
rigid low porosity vascular graft to the sinus would be
challenging; positioning it proximal to the coronary ar-
teries to tether it to the aorto-ventricular junction would
be high risk. However these are routine steps in the
PEARS operation. On the other hand a limitation of
PEARS is that it requires a strict imaging protocol, com-
puter aided design, 3-D printing and the manufacture of
a customised device so would not be available for an
emergency operation. The PEARS approach is not for
unplanned use, an unexpected contingency or an intra
operative change of plan.
An important element of Plonek’s report is the size

reduction achieved by selection of grafts sized to the
targeted final diameter of the aorta. In one patient where
the diameter of the aorta was reduced to little more than
a half of its former size, there was some plication. It
appears to be trivial on the CT images. The authors’ ex-
planation is that undersizing is well tolerated because on
restoration of the arterial pressure the aorta is evenly
expanded to the limits of the vascular graft. In PEARS
we have been much more cautious. We have routinely
made two supports, one of them with a 5 % reduction in
overall diameter over the entire length of the support.
This modest size reduction has been used to correct
mild degrees of aortic regurgitation. This new evidence
from Plonek will make us more confident in reducing
the aortic size as part of a PEARS operation.
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Computed tomography angiography of
aorta subjected to external wrapping
Tomasz Płonek*, Andrzej Dumanski, Rafal Nowicki and Wojciech Kustrzycki

Abstract

Background: External wrapping is a surgical technique used in patients with dilated ascending aorta. To date, there is
no available data describing the radiographic features of the aorta subjected to external wrapping using a
straight corrugated Dacron vascular prosthesis. The aim of this study was to find distinctive radiographic features
of an externally constricted aorta.

Methods: Preoperative and early postoperative (7th postoperative day) CT angiography images of ten patients
who underwent wrapping procedures were assessed and compared. The images were analyzed in order to find
characteristic features of CT angiography images of the ascending aorta subjected to external wrapping.

Results: The CT-angiography images showed that the aortic wall deformed significantly (the wall plicated) after
the wrapping procedure in one patient, whose aortic diameter was decreased by 47 %. The remaining nine patients
did not have significant aortic wall deformations. All patients presented with a periaortic mass. This was a collection of
blood clots and pericardial fluid that filled the empty space in the pericardium following a decrease in the diameter of
the ascending aorta. A very thin (<1 mm) crescent-shaped uncontrasted layer was noticed between the aorta
and the periaortic area in all patients. This, in turn, was an empty space between the aorta and the corrugated
vascular prosthesis.

Conclusions: The CT-angiography images of the aorta subjected to external wrapping may have unique features that
are not observed after other operations on the ascending aorta. The knowledge about the details of this surgical
procedure helps to correctly assess these images.

Background
External wrapping is a surgical technique which consists
in placing an external corset around a dilated fragment
of the vessel [1]. The operation is aimed at reducing the
risk of aortic complications by preventing the vessel
from further dilatation. According to previously published
data, aortic wrapping restores the normal diameter of the
aorta, is characterized by low mortality and prevents the
aorta from further dilatation [2].
Several materials are used for the wrapping procedure.

Some surgeons use a straight corrugated Dacron vascu-
lar prosthesis but the procedure can also be done using
the Dacron mesh or cellophane [3–9]. One technique is
to “wrap” the aorta without decreasing its diameter.
Another approach aims to reduce its diameter [3, 8–12].

The procedure is usually performed in patients with a
moderately dilated ascending aorta as a concomitant
procedure to other cardiac surgery operations, i.e. aortic
valve replacement. Sometimes it is performed as an isolated
procedure [2, 8, 9]. It can also be performed in patients
with the Marfan syndrome [13]. The latter procedure is
called the PEARS technique (Personalized External Aortic
Root Support) and differs significantly from the classic
wrapping procedure as the geometry of the wrap is pre-
pared before the operation according to the three di-
mensional reconstruction of the imaging studies of a
specific patient.
As the aorta is subjected to the external wrapping, i.e.

using the off-the-shelf corrugated vascular tube graft, its
shape changes, especially if its diameter is markedly
reduced. What is more, this technique may lead to a
deformation and plication of the aortic wall. There are
no studies reporting radiographic characteristics of a
surgically constricted ascending aorta with the use of
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external wrapping. One way to establish the standard
angio-CT image of the wrapped aorta is an analysis of
the early postoperative angio-CT images of patients
who underwent this procedure.
The aim of this study was to compare the preoperative

and early postoperative angio-CT images of patients
with a dilated aorta undergoing external wrapping of the
ascending aorta using the corrugated Dacron vascular
tube graft and to find distinctive features of an externally
constricted aorta.

Methods
Preoperative and early postoperative (7th postoperative
day) CT angiography images of ten patients who under-
went a wrapping procedure were analyzed. All the CT
angiograms were ECG-gated with a 0.625 mm slice thick-
ness. The CT angiograms were evaluated by two observers
experienced in analyzing cardiovascular CT scans. The
true cross-section of the most dilated part of the tubular
aorta was obtained in all patients by aligning the image so
that the measurements could be taken in a plane perpen-
dicular to the long axis of the aorta.
During the surgical procedure, the dilated tubular part

of the ascending aorta was wrapped using a 34–36 mm
wide off-the-shelf corrugated straight Dacron vascular
tube graft. The surgery was performed through a standard
median sternotomy with each patient being connected to
the heart-lung machine. The vascular prosthesis was cut
longitudinally and placed around the dilated segment of
the aorta (from the sinotubular junction to the innominate
artery). Subsequently, the edges of the prosthesis were
approximated and stitched using a 3-0 nonabsorbable
monofilament suture. The proximal and distal ends of

the prostheses were sutured to the surface (adventitia)
of the aorta using several 5-0 nonabsorbable monofila-
ment stitches to prevent dislocation of the wrap (Fig. 1).
The aortic wall was left intact in all patients. Most pa-
tients (n = 8, 80 %) underwent concomitant aortic valve
replacement. Two patients underwent concomitant aortic
valve repair. The mean age of the patients was 72.8 ±
6.8 years and 7 (70 %) of the patients were males.
The preoperative aortic diameters were compared to the

postoperative ones. The images were analyzed in order to
find potential sites of deformation of the aortic wall as well
as other characteristic radiographic features of an external
wrapping of the ascending aorta.

Results
Aortic diameter
The largest mean preoperative diameter of the ascending
aorta was 50.5 ± 4.8 mm (range: 45–62.5 mm) and was
reduced on average by 39 % (range: 36 %–47 %) following
the wrapping procedure. The largest mean postoperative
aortic diameter was 30.7 ± 1.5 mm (range:29–33.3 mm).
The postoperative diameter of the wrapped portion of the
aorta was on average 4.5 ± 0.9 mm smaller than the
Dacron vascular prosthesis used for the procedure. The
comparison of the preoperative and postoperative angio-
CT images of the aorta is presented in Figs. 2 and 3.

Aortic wall
No intimal flap or double lumen, suggesting the presence
of aortic dissection, were found in the early postoperative
CT angiography images. Aortic wall plication was present
in one patient, whose aortic diameter was decreased by
47 % (from 62.5 to 33.3 mm). There were two filling

Fig. 1 Preoperative (left) and postoperative (right) photos of the aorta being wrapped with a Dacron vascular prosthesis. 1 – aorta, 2 – venous
cannula for the heart-lung machine placed in the right atrial appendage, 3 – arterial cannula for the heart-lung machine placed in the proximal
aortic arch, 4 – pericardial sac, 5 – pulmonary trunk, 6 – right ventricle, 7 – wrapped aorta, 8 – right atrium

Płonek et al. Journal of Cardiothoracic Surgery  (2016) 11:89 Page 2 of 5



Fig. 2 Preoperative and postoperative angio-CT images of patients who underwent the wrapping procedures. Red arrows point toward the
uncontrasted layer between the vascular prosthesis and the aortic wall

Fig. 3 A comparison of preoperative and postoperative angio-CT images of a patient whose aorta was decreased by 47 %. Red arrows point at
the sites of plication of the aortic wall
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defects in the aortic lumen located one cm above the sino-
tubular junction. One of these was 4mm×3.5 mm large
and the other measured 3mm×1.5 mm (Fig. 3). There
were no visible plications of the aortic wall in the
remaining patients. The aortic lumen preserved a circu-
lar shape postoperatively. However, the inner surface of
the aortic wall seemed not to be completely smooth.

Periaortic area
The space in the mediastinum vacated after the reduction
of the diameter of the aorta was filled with postoperative
blood clots and pericardial fluid. Therefore, the postopera-
tive angio-CT images revealed a cuff of low attenuation
in all patients (Fig. 2). Moreover, a very thin (<1 mm)
crescent-shaped uncontrasted layer between the aorta
and the periaortic area was found in all patients, which
corresponded to empty space between the aorta and the
convex part of the corrugation of the vascular prosthesis.

Discussion
Patients with aortic valve pathology requiring surgical
treatment often have moderately dilated aortas. So far,
there is no consensus whether a moderately dilated aorta
should be replaced during aortic valve surgery or not. A
recently published study suggests that in most cases, the
aorta dissects before reaching a diameter which is a
threshold for standard surgical correction (a replacement
of the ascending aorta) [14, 15]. Therefore, patients with
moderately dilated aortas may benefit from operations
aimed at reinforcing their aorta and protecting it from
further dilatation, i.e. aortic wrapping. The surgical out-
comes of patients treated using this technique are
promising [2, 3, 8, 9, 11]. The aorta is not excised during
this procedure, its diameter is decreased and it receives an
additional scaffold made of a vascular prosthesis.
Patients undergoing surgeries for aortic aneurysms

are followed-up during the early postoperative period
to exclude serious iatrogenic postoperative aortic compli-
cations, i.e. aortic dissection. We determined some char-
acteristic radiographic features that may be found in CT
angiography of patients after external wrapping in which
the aortic diameter is reduced.
A very thin, crescent-shaped uncontrasted periaortic

layer, which was an empty space between the constricted
aorta and the corrugated vascular prosthesis, was observed
in all patients in this study. The diameter of the aorta
was significantly decreased during the procedure. Patients
whose aortic diameter was decreased by less than 40 %
did not have any visible aortic wall plications. A plication
of the aortic wall was found in only one patient whose
aortic diameter was decreased by almost 50 %. This
finding suggests that external wrapping should not be
routinely performed in patients whose aorta is dilated
above >60 mm, as it has less elasticity, causing the

redundant aortic wall to plicate. However, there are no
data clarifying whether a plicated aortic wall is more
prone to degeneration and dissection. There have been
reports of complications following external wrapping of
the aorta, although these were associated with the dis-
location of the corset and subsequent aortic redilatation
rather than aortic wall plication [16, 17]. One of the ex-
planations why the wall of a moderately dilated aorta
does not plicate following a reduction in its diameter is
that it still possesses some elasticity and the blood pres-
sure which pushes the wall against the vascular pros-
thesis prevents it from plicating.
The empty space in the pericardial sac surrounding

the aorta left after decreasing the aortic diameter is filled
with blood clots and pericardial fluid. In some patients,
this intrapericardial hematoma may resemble an intramural
hematoma (IMH). However, an intramural hematoma
cannot be located outside the corset made of the vascu-
lar prosthesis. Therefore, this aortic complication may
also be excluded when the internal diameter of the peri-
aortic hematoma/cuff is larger than the diameter of the
vascular prosthesis used for wrapping.
External wrapping may cause the rarefaction of the

aortic wall [18]. The vessel’s wall subjected to external
compression may degenerate. However, there is no evi-
dence whether this phenomenon is of clinical relevance.
A recent study proves that external scaffold placed on
the aorta does not increase the stress in its wall [19]. It
means that the aorta, although thinned, may not be more
prone to dissection. A recent study proved that the
Dacron mesh does not cause aortic wall rarefaction and
gets incorporated in the aortic wall, which means that
this fabric may be a better option for patients undergoing
wrapping procedure [20].

Conclusions
The CT-angiography images of the aorta subjected to
external wrapping may have unique features that are not
observed after other operations on the ascending aorta.
The knowledge about the details of this surgical procedure
helps to correctly assess these images.
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